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Successful  healing  of  long  bone  fractures  is  dependent  on  the  mechanical  environment  created 15 









was  found  to  be  more  comprehensive  and  more  accurate  than  traditional  centrally  calculated 25 
interfragmentary movement values; stiffness was found to be highly susceptible to the accuracy of 26 
deformation  measurements  and  constraint  method,  and  should  only  be  used  as  a  within  study 27 
comparison  method.  The  reported  stiffness  values  of  locked  plate  constructs  from  in  vitro 28 
mechanical  testing  is  highly  susceptible  to  testing  constraints  and  output  measures,  with  many 29 









movement  is dictated by  the behaviour of  the whole  construct under  the observed physiological 37 
loads. Claes et al.  (1997) have  suggested  that  for optimum healing  the  range of motion observed 38 
should be between 0.2‐1.0 mm within a 3mm gap. 39 
During the early phases of healing the behaviour of the bone – implant construct is primarily related 40 
to  the physical  characteristics of  the  fixator  itself.  The  fixation  type  (plate,  nail,  external  fixator), 41 




observed mechanical environment  in vivo. There  is currently no standard  test methodology which 46 
reflects this. 47 
Previous mechanical  testing has been  conducted using a  range of boundary conditions and  loads, 48 
and using a variety of outputs for comparison (Table 1). Compression testing is commonly conducted 49 
on  fracture  fixation  implants, as  this  is  the primary mode of  loading occurring physiologically. This 50 
compression is then converted into bending by the natural geometry of the bone.  51 
Within  the  studies  examining  compressive  loading  of  bone  –  implant  constructs,  the  method  of 52 
constraint of the sample varies considerably. Three methods of constraint are common, fixation of 53 
both  translations and  rotations at both ends of  the  sample  (fully  fixed),  freeing  the  rotations at a 54 
single end of the sample while keeping the other fully fixed (fixed‐free), and freeing rotations at both 55 





Additionally,  the  reported  outcome  measures  from  these  studies  vary  and  again  there  is  little 59 
discussion  of  the  advantages  or  disadvantages  of  using  each  parameter.  Stiffness  is  commonly 60 
reported  and  can  be  calculated  globally  using  the  applied  load  and  the  global  deformation. 61 
Increasingly  though  the  stiffness of  constructs  is  calculated using  the  Interfragmentary motion or 62 
IFM. This parameter describes  the motion occurring at  the centre of  the  fracture gap under  load. 63 
Alternatively, Bottlang et al.  (2011; 2010) expand  IFM  into movements on  the near and  far cortex 64 
with respect to the fixation and Uhl et al. (2008) tracked changes in height of the fracture gap under 65 
load, placed at 90° and 160° from the fixation.  66 
From  this  review  of  current  practices,  it  is  evident  that  a  standardised  testing  methodology  is 67 
currently lacking in terms of both sample constraints and measurement outputs. Therefore, the aim 68 
of  this  study  was  to  characterise,  from  a  mechanical  engineering  standpoint,  the  existing 69 
compression  testing  methodologies  and  to  determine  the  most  relevant  output  parameter.  70 
Discussion  of  engineering  bending  theory  and  constraint  mechanisms  will  be  coupled  with  an 71 












Duda et al.  1998  free‐free  IFM  1377  Surrogate  cylinder  external fixator  4 
Gaebler et al.  2001  free‐free  global 1d  to failure  Surrogate  other  nail  55 
Kassi et al.  2001  fully fixed  IFM  unspecified  Surrogate  cylinder  external fixator  unspecified 
Duda et al.  2002  fully fixed?  IFM  500  Human  tibia  1 x  5 hole SS plate constructs  11 
Stoffel et al.  2003  free‐free  global 1d  200  Sawbones  cylinder  8 and 12 hole Ti plate constructs  6 
Ahmad et al.  2007  fully fixed  global 3d  250  Sawbones  humerus  2x 7 hole SS plates  10 
Epari et al.  2007  fully fixed  IFM  unspecified  Ovine  tibia  4 x external fixator, 2 x nail  3 
Meleddu et al.  2007  fixed‐free  IFM  unspecified  Surrogate  cylinder  external fixator  unspecified 
Augat et al.  2008  fixed‐free  global 3d  100  Human  tibia  nail  8 
Snow et al.  2008  fully fixed  global 1d  450  Synbone  cylinder  2x 8 hole SS plate constructs  10 
Uhl et al.  2008  fixed‐free  90 and 160deg  355  PU  cylinder  3 x SS plate constructs  2 
Bottlang et al.  2009  fixed‐free  Near and Far cortex  1000  Sawbones  cylinder  2 x 11 hole Ti plate constructs  10 
Fitzpatrick et al.  2009  fixed‐free  IFM  1000  Surrogate  cylinder  4 x SS plate constructs  10 
Gardner et al.  2009  fixed‐free  global 1d  200  Sawbones  cylinder  2 x 11 hole SS plate constructs  18 
Penzkofer et al.  2009  fixed‐free  IFM  100  Human  tibia  nail  8 
Bottlang et al.  2010  fixed‐free  Near and Far cortex  400  Sawbones  cylinder  3 x 11 hole Ti plate constructs  10 





















While  the  constructs  of  interest  in  this  paper  are  more  complex  than  simple  beams,  with  both 90 
discontinuities  (fractures  or  osteotomies),  and  additional  high  stiffness members  applied  off  axis 91 
(fixators)  the way  in which  they will  bend  under  a  compressive  load will  follow  the  same  basic 92 
pattern as for these simple beams. 93 
Outputs 94 




machine.  However,  there  are  a  number  of  issues  with  the  usage  of  this  parameter,  it  is  highly 99 
dependent  on  the  constraints  on  the  system,  making  samples  within  a  study  comparable  but 100 
diminishing its use across studies. 101 




(Duda  et  al.,  1998).  This  was  then  coupled  with  the  calculation  of  the  relative  rotations  of  the 106 
fragments from attached optical marker rigid bodies. While the definition of this seems reasonable 107 
the calculation generates a number of problems.  108 
Examining  the  translational  aspects,  calculation  only  at  the  centre  of  the  fracture  gap,  results  in 109 
reporting  the median  deformation  and  not  the  full  range  experienced.  The  limited  scope  of  this 110 





outlined  in red. The centre of the  fracture gap about which the  IFM  is calculated  is  indicated by a 114 
star.  In each case the deformation  is highlighted  in grey, the sum of the deformation of the upper 115 
and lower fragments is then shown in the cumulative deformation plots at the bottom of the figure. 116 
The location of the centre of the fracture gap (star) is shown for reference. Case A and B, both result 117 
























important  to  note  that  rotations  are  always  relevant  to  their  local  coordinate  system  (i.e.  the 134 
orientation  of  the marker  frames)  and  not  the  global  coordinate  system  (the  orientation  of  the 135 
bone/test  rig). This presents a problem as  the markers are mounted  remotely  to  the  fracture gap 136 
and their orientation is not assured. This discrepancy is of particular concern when testing torsion or 137 




From  the  theoretical assessment of  the effect of constraint on bending  length,  it was determined 142 
that  using  free‐free  end  conditions  was  likely  to  result  in  bending  across  the  full  length  of  the 143 
sample, while fixing the rotations at either or both ends would act to artificially shorten the sample 144 
and  increase  the  apparent  stiffness. However,  as  bone‐implant  constructs  are  considerably more 145 





used  (Sawbones  4th  generation  (Pacific  Research  Laboratories,  USA),  250mm  long,  20mm  OD 149 
Cylinder,  3mm  wall)  with  a  seven  hole,  stainless  steel,  4.5mm  locking  compression  plate  (LCP, 150 




Optical  tracking of  the movement of  the upper and  lower halves of  the  construct was  conducted 155 
throughout  all  testing using  an Optotrak Certus  system  (Northern Digital  Inc., Canada).  Two  rigid 156 
bodies, each with three infrared optical markers were attached to each construct, above and below 157 






































  Fully Fixed  Fixed‐Free  Free‐Free 
Near Cortex  ‐0.02mm  ‐0.07mm  ‐0.14mm 
Far Cortex  ‐0.11mm  ‐0.21mm  ‐0.57mm 





The  centrally  located  IFM  is  also  reported  in  Table  2  for  reference.  As  the  average  deformation 181 
across  the  gap,  the difference between  its  calculated  values  and  the  corresponding near  and  far 182 
cortex  movements  increase  as  the  deformation  range  increases.  For  completeness,  were  the 183 
reporting of IFM to be preferred the ± range should also be added onto the reported values giving 184 
IFM of: Fully‐Fixed ‐0.07 ± 0.04mm, Fixed‐Free ‐0.14 ± 0.07mm and Free‐Free ‐0.35 ± 0.22mm. 185 
The stiffness of  fracture  fixation constructs  is commonly reported. This  is  typically calculated  from 186 
the  load‐deformation behaviour  recorded by  the  testing machine.  The  effect  that  the method of 187 
constraint has on the deformation and hence stiffness, is apparent (Table 3). In each case the plated 188 















Instron  2500   662  215 
Near Cortex  10000  2857  1428 
Far Cortex  1818  952  351 
IFM  2857  1428  571 
 192 
Discussion 193 
For  the mechanical  testing of  fracture  fixation plates,  three methods of  constraint were  found  to 194 
have been used  in the  literature. These constraints were assessed from a theoretical point of view 195 
and  it was determined  that using  fixed end constraints would  likely have a  large  influence on  the 196 
deformation  behaviour  of  the  sample  resulting  in  over  estimation  of  construct  stiffness  –  the 197 
primary  parameter  often  used  to  critique  these  devices.  As  the  bone‐plate  constructs  are more 198 
complicated  than  the  simple  beam  theory  applied  to  assess  the  constraint  mechanisms  it  was 199 
determined to conduct mechanical testing on a single plate – bone analogue construct. The results 200 
from  this  construct  show  a  similar  pattern  in  deformation  to  that  predicted  by  the  theoretical 201 
analysis.  The original  assessment  that  using  fixed  end  conditions over  constrains  the  sample  and 202 
prevents natural deformation through bending, was found to be true. 203 
Additional to the assessment of constraint mechanism, the reported output parameters commonly 204 
used  in  the  literature were also assessed. Again a theoretic analysis of the options was conducted 205 
and the preferred methodology determined to be the calculation or measurement of deformations 206 
on both  the near and  far  cortex  (with  respect  to  the plate). This method was used  to assess  the 207 








no difference  in  the  structure of  the  sample, only  in  its  constraint mechanism  and measurement 214 
point.  While  the  calculated  stiffness  values  vary  by  thousands  of  N/mm  and  therefore  seem 215 
significant, the corresponding deformations vary by only tenths of a millimetre and therefore seem 216 
insignificant. This dichotomy  is brought about by  the mathematical  relationship between  stiffness 217 
and deformation, Hooke’s law. 218 







achieved  increases,  shifting  the  result  to  the  right  of  the  plot  into  the  flatter  region  where 226 
deformation accuracy is less critical. Highly stiff test constraints however, minimise deformation, and 227 
















a  greater  effect on  reported outcomes  than  the  constraint method. Reporting  stiffness  from  low 240 
accuracy global deformation readings leads to apparently large differences being reported between 241 
constructs,  when  perhaps  there  is  no  meaningful  clinical  difference  between  their  deformation 242 







example of  the  theory,  rather  than  a  thorough  investigation of  the mechanical behaviour of  this 248 











apparatus  selection on  the apparent  stiffness of  fixation  constructs. With decreasing deformation 260 
associated  with  increases  in  apparent  stiffness,  the  effect  of  measurement  accuracy  and 261 
deformation  measurement  location  become  major  contributors  to  the  reported  stiffness  values. 262 
Differences  between  the  effect  of  reporting  IFM  and  cortex  points  was  also  demonstrated.  To 263 
increase  comparability between  studies, mechanical  testing methodology and outputs need  to be 264 
standardised. It is therefore suggested that test rigs utilising two ball joints or spherical bearings are 265 
used and that deformations on the near and far side of the fracture gap are reported. 266 
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